Microbiological surveillance of flexible bronchoscopes after a high-level disinfection with peracetic acid: preliminary results from an Italian teaching hospital

G. Troiano¹, A. Lo Nostro², C. Calonico², N. Nante¹, L. Magistri³, M.B. Pulci³, F. Niccolini³

Key words: Bronchoscopes, disinfection, healthcare-associated infections
Parole chiave: Broncoscopi, disinfezione, infezioni correlate all’assistenza

Abstract

Background. Flexible bronchoscopes are heat labile, complex and difficult to clean, and some nosocomial outbreaks related to bronchoscopy have been reported in literature. The aim of our study was to determine, through a systematic monitoring, whether bronchoscopes’ cleaning and disinfection procedures have been correctly adopted by health operators.

Methods. We conducted a 19 months-long prospective study in the Unit of Pulmonology at Careggi Teaching Hospital (Florence, Italy), analyzing endoscopes that were reprocessed through a high-level disinfection procedure. Samples collection was performed weekly by two trained operators. Results were organized in a database and then exported for descriptive and inferential statistical analysis.

Results. From February 2016 to September 2017 we collected 218 samples from bronchoscopes’ valves (N=109) and from their inner channels (N=109). Staphylococci were found in 34 samples (15.69% of all samples). Pseudomonas was found in 11 samples (5.04% of all samples). Pseudomonas aeruginosa wasn’t found in any sample.

Conclusions. Our results came out to be better than similar studies in literature and demonstrated that a correct endoscopes’ hygiene should be part of a more complex strategy of surveillance and control of healthcare-associated infections. However, a continuous monitoring of endoscopes could provide a wider view about this problem, and more reliable results.

Introduction

Flexible bronchoscopy (FB) is one of the most common procedures performed in pulmonary medicine to obtain cytopathological or microbiological samples (1). It is usually employed for the visual inspection of the airways, for laser therapy, for electrocautery and for the placement of stents (2).

Flexible bronchoscopes are heat labile, complex and difficult to clean (3). Although
infectious complications due to flexible bronchoscopy are uncommon, nosocomial outbreaks related to bronchoscopy have been reported, and endoscopes (including bronchoscopes) are the most common devices linked to outbreaks (4). Several bronchoscope-related outbreaks and pseudo-outbreaks of *Pseudomonas aeruginosa* and *Serratia marcescens* infection have been reported (5-7), usually due to some breaches of the cleaning and disinfection guidelines (8, 9).

One of the most important limitations connected to the use of bronchoscopes is that heath sterilization is not practicable, because autoclaving damages the instrument and ethylene oxide reprocessing requires an often unacceptable amount of time (10-12).

Therefore, cleaning and high-level disinfection are routinely performed (13, 14).

Bronchoscopes’ washing is not sufficient for decontamination and an additional disinfection is always recommended (15). Microorganisms could be transmitted from previous patients or from contaminated devices used for reprocessing procedures. The analysis of the suspected and confirmed causes of contamination suggested that a better adherence to the guidelines could prevent more than 90% of the exogenous endoscopy-related outbreaks (16). Nevertheless, variations in bronchoscope disinfection practices (17) and inconsistencies among published reprocessing guidelines have been described (18).

The aim of our study was to determine whether the procedures of bronchoscopes’ cleaning and disinfection would have been correctly adopted by health operators. Through a systematic monitoring, we tried to understand whether an adequate decontamination of bronchoscopes would have been achieved.

**Methods**

We conducted a 19 months-long prospective study in the Unit of Pulmonology at Careggi Teaching Hospital (Florence, Italy), analyzing endoscopes that were reprocessed through a high level disinfection procedure. Samples collection was performed weekly by two trained operators.

For the analysis of the inner lumen, 5 mL of saline solution (through a sterile syringe) were injected and collected in a sterile box. For the analysis of the valves, a sterile cotton swab was used. Samples were marked with an identification code and immediately transported to the Applied Microbiology Laboratory of the Health Science Department, University of Florence.

**Microbiological analysis**

For the microbiological analysis a technique for semi-quantitative analysis was used, that included an enrichment phase in order to restore damaged cells. Culture media were furnished by Thermo Scientific (Thermo Scientific Oxoid Ltd., Hampshire, UK).

Enrichment procedures are used to improve the sensitivity of detection (19) because, although viable, microorganisms on environmental surfaces may be more difficult to culture (20).

The analysis of samples collected from the inner lumen was performed in several steps: 1 ml was immersed in Thioglycollate medium USP, incubated in anaerobic conditions at 37±1°C for 48 h and then streaked on Sulphite Polymyxin Sulphadiazine Agar for the detection of *Clostridium* species and 1 ml was immersed in 10 ml of Letheen Broth, incubated at 37±1°C for 24 h and then streaked on the appropriate culture media for the detection of the other microorganisms.

Each sample derived from the valves was immersed in 5.5 ml of Letheen Broth, incubated at 37±1°C for 24 h and
then streaked on the appropriate culture media.

Identification of Clostridium spp suspected colonies was performed through Api 20A (bioMérieux Italia Spa, Florence, Italy). Furthermore, 1 ml of the same sample was immersed in 9 ml of Letheen Broth, incubated at 37±1°C for 24 h and then streaked on appropriate culture media for the detection of the other microorganisms.

Each sample derived from the valves was immersed in 5.5 ml of Letheen Broth, incubated at 37±1°C for 24 h and then streaked on the appropriate culture media.

Staphylococcus spp. detection was performed using Mannitol Salt agar incubated at 37°C for 24 h. Identification of S. aureus suspected colonies was performed through Api Staph (bioMérieux Italia Spa, Florence, Italy). Enterobacteriaceae detection was performed using Desoxycholate agar incubated at 37°C for 24 h. Detection and identification of Enterococcus spp. were performed through Slanetz and Bartley agar incubated for 48 h at 44°C. After incubation, suspected colonies of Enterococcus spp. were transferred to tryptone soy agar and incubated for 24 h at 37°C and identified through Gram stain, catalase production, and rapID STR (Thermo Scientific). Pseudomonas spp. detection was performed through Cetrimide agar incubated for 48 h at 28°C. Suspected colonies of P. aeruginosa were identified through Microbact 24E (Thermo Scientific). Yeast and molds detection was performed using Rose Bengal agar incubated for 48 h at 28°C and through optical microscopy observations.

The presence of these specific microorganisms is related to environmental and human contamination, so they can be used as indicators, to evaluate the overall hygienic conditions, and in particular S. aureus and E. coli are index of the possible occurrence of pathogens. Furthermore, we focused on the detection of Gram-positive cocci, such as Staphylococcus or Enterococcus spp., as they survive in dry environments for longer periods than Gram-negative bacteria (21).

The semi-quantitative scoring was determined by observing the growth in the four quadrants, which suggested the approximate number of colony forming units per ml (CFU/ml) of the bacteria in the specimen, and classified as follows: - no growth; + colonies present in the first quadrant; ++ colonies present in the second and third quadrant; +++ colonies present in the fourth quadrant.

Reprocessing procedure

The reprocessing procedure approved by the Health Direction consisted of multiple steps, according to ANOTE-ANIGEA Guidelines (22). Before the disinfection, the instruments should be cleaned and dried to remove the coarse residues. The high level disinfection procedure should be performed using peracetic acid (1:12.5 or 1:3) inserted into the inner lumen through a syringe. After this stage, the entire endoscope should be dipped in the peracetic acid for at least 10 minutes. Then the instrument should be washed with sterile distilled water in each part. To avoid the bacterial and fungal growth in the residual water, alcohol 70% should be used in the external part and in the inner lumen and dried using medical air (0.5 bar).

Statistics

The results were organized in a database and then exported for descriptive and inferential statistical analysis. In order to identify factors related to microbiological contamination of bronchoscopes (i.e. the site of sampling and the year of sampling), bivariate analysis was performed using the Chi square test and the calculation of Odds Ratios (Stata 12.0 statistical software, StataCorp, College Station, Texas USA). The level of significance was set at p<0.05.
Results

From February 2016 to September 2017 we collected 218 samples from bronchoscopes’ valves (N=109) and from their inner channels (N=109): 118 (54.13%) in 2016; 100 (45.87%) in 2017.

As described in Table 1, yeasts/moulds, enterobacteria, enterococci and clostridia were not detected.

Staphylococci were found in 34 samples (15.69% of all samples): 14 (6.42%) samples had a low contamination; 14 (6.42%) a medium contamination; 6 (2.75%) a high contamination (see Figure 1). There wasn’t a statistically significant difference in the contamination due to the site of sampling (p=0.263, number of positive samples collected from the inner channels=14, number of positive samples collected from the valves=20) and to the year (p=0.331).

Pseudomonas was found in 11 samples (5.04% of all samples): 5 (2.29%) samples had a low contamination; 14 (6.42%) a medium contamination; 6 (2.75%) a high contamination (see Figure 1). There wasn’t a statistically significant difference in the contamination due to the site of sampling (p=0.263, number of positive samples collected from the inner channels=14, number of positive samples collected from the valves=20) and to the year (p=0.331).

Table 1 – Microorganisms found in the collected samples

<table>
<thead>
<tr>
<th>Microorganisms</th>
<th>Number of positive samples</th>
<th>Percentage (of all samples)</th>
<th>Positive samples in 2016</th>
<th>Positive samples in 2017</th>
<th>P value for year of analysis</th>
</tr>
</thead>
<tbody>
<tr>
<td>Staphylococci</td>
<td>34</td>
<td>15.60%</td>
<td>21</td>
<td>13</td>
<td>0.331</td>
</tr>
<tr>
<td>Enterobacteria</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>-</td>
</tr>
<tr>
<td>Yeasts/Moulds</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>-</td>
</tr>
<tr>
<td>Pseudomonas</td>
<td>11</td>
<td>5.04%</td>
<td>11</td>
<td>0</td>
<td>&lt;0.01</td>
</tr>
<tr>
<td>Enterococci</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>-</td>
</tr>
<tr>
<td>Clostridia</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>-</td>
</tr>
</tbody>
</table>

Figure 1 – Positive samples grouped by level of contamination
medium contamination; 4 (1.83%) a high contamination (see Figure 1). Pseudomonas aeruginosa wasn’t found in any sample. Positive samples were found only in 2016. There wasn’t a statistically significant difference in the contamination due to the site of sampling (p=0.51, number of positive samples collected from the inner channels=4, number of positive samples collected from the valves=7).

Discussion and conclusions

A better bronchoscopists’ knowledge about the national and international recommendations for bronchoscope reprocessing practices, is reported in literature as the first and most important recommendation for a correct endoscopes’ hygiene. However the extent of guidelines awareness is unclear. Many experienced bronchoscopists are unfamiliar with these guidelines and with the local practices related to bronchoscopes reprocessing. Publication of bronchoscope-specific, comprehensive reprocessing guidelines in the pulmonary literature could help to increase familiarity with this crucial process (23).

As already published by Cetere et al., microbiological results highlighted the necessity to regularly test bronchoscopic samples, in order to improve the design of bronchoscopes, and to implement the surveillance. These strategies are fundamental to improve both the quality of care and patient safety (3).

To our knowledge, the first study describing the results of a weekly microbiological surveillance program specifically designed for bronchoscopes was published in 2015. It demonstrated that an high-level disinfection wasn’t able to avoid a 3% risk of bronchoscope contamination by potentially pathogenic microorganisms and that 70% ethyl alcohol effectively could reduce it (1).

However there is a controversial issue because significant differences and inconsistencies regarding endoscopes drying procedures have been identified in current guidelines (18).

Some guidelines, in fact, recommend flushing channels with alcohol before using the forced air (as we have done in our study), while other guidelines consider the forced air alone as the preferred method (24).

In a study published in 2015, Gavaldà et al. (1) used an interesting reprocessing procedure: after each endoscopic examination, a manual procedure was used to clean the external and internal surfaces, including brushing and flushing the working channel with a solution of water and enzymatic detergent. Automated flexible endoscope reproprocessors were used in the bronchoscopy suite whereas manual disinfection was performed in the intensive care area and in the operating room. The manual method consisted of the totally bronchoscope’s immersion for at least 12 min in ortho-Phthalaldehyde (Cydex OPA ortho-Phthalaldehyde, division of Ethicon, Inc.; a Johnson & Johnson Co, Irvine, Canada). Inner channels were manually irrigated with the disinfectant. Once disinfected, the equipment was rinsed with sterile water and medical air was forced through to dry the endoscopes without alcohol rinsing. In the bronchoscopy suite, automatic disinfection was performed through an endo-thermo-disinfector using peracetic acid (Olympus miniETD2, Olympus Europa Holding MBH, Hamburg, Germany) (1).

In our study we followed an analogous procedure reaching quite similar results: we found Pseudomonas in 11 samples (5.04% of all samples) and staphylococci in 34 samples (15.69% of all samples); in their study they found staphylococci in 28 samples (4.5%), Pseudomonas aeruginosa in 3 (0.4%). However they found also yeasts/moulds (12 samples) and enterobacteria (2 samples).
The presence of *Pseudomonas* and *Serratia* could represent an important problem: several studies have been reported in literature about the isolation of *Pseudomonas aeruginosa* and *Serratia marcescens* from bronchoalveolar lavage (BAL) samples. *Pseudomonas* is able to form biofilms, and these biofilms are extremely difficult to remove from the endoscope channels (16). The prevention of pseudo-outbreaks requires meticulous use of preventive measures for infection-prone medical procedures (25).

However, as Gavaldà et al. reported, it is probable that the origin of some dangerous microorganisms could be linked to defective or incomplete manual cleaning before the disinfection process. Regarding some microorganisms (i.e. *Acinetobacter baumannii*, *Pseudomonas aeruginosa* and *Aspergillus fumigatus*) it should be said that they can survive for prolonged periods on unanimated surfaces. So the contamination of the equipment could be due to a defective cleaning or disinfection process or to an exogenous acquisition from the environment (1). One of the most important limits of our work could be considered the short period of study. However our purpose is to go on monitoring the endoscopes for a longer period of time in order to have a wider view of this problem. Another limit could be represented by the frequency of sampling: we decided to perform it weekly, but in some months (e.g. August and December) the collection and analysis was not performed because of organizational problems. However, several authors reported that there is neither consensus on the frequencies and methods of sampling nor on the interpretation of the results (1). So we invite other colleagues to perform further studies in order to have a unique point of view about this issue.

Concluding, the implementation and compliance with decontamination guidelines should be improved further, and it is also necessary to improve a proper communication between physicians, bronchoscopists, and laboratory technicians not only to promptly recognize pseudo-outbreaks, but also to establish a coordinated approach to handle and implement correct disinfecting procedures (26). Our results highlighted that endoscopes’ hygiene must be part of a more complex and multidisciplinary strategy of surveillance and control of healthcare-associated infections.

**Riassunto**

**Sorveglianza microbiologica di broncoscopi flessibili dopo disinfezione di alto livello con acido peraceticco: risultati preliminari da un’azienda ospedaliero universitaria italiana**

**Introduzione.** I broncoscopi flessibili sono termolabili e molto difficili da pulire, e in letteratura sono stati riportati alcuni casi di infezioni correlate alla broncoscopia. Lo scopo del nostro studio è stato determinare se le procedure di pulizia e disinfezione dei broncoscopi fossero state correttamente adottate dagli operatori sanitari, attraverso un monitoraggio sistematico che ci ha consentito di valutare se fosse stata raggiunta un’adeguata decontaminazione degli stessi.

**Metodi.** Abbiamo condotto uno studio prospettico della durata di 19 mesi presso l’Unità di Pneumologia dell’Azienda Ospedaliero-Universitaria Careggi (Firenze), analizzando endoscopi che sono stati riprocessati attraverso una procedura di disinfezione di alto livello. Il prelievo dei campioni è stato eseguito settimanalmente da due operatori addestrati. I risultati sono stati organizzati in un database e quindi esposti per analisi statistiche descrittive e inferenziali.

**Risultati.** Da febbraio 2016 a settembre 2017 abbiamo raccolto 218 campioni dalle valvole (N = 109) e dai lumi interni (N = 109) dei broncoscopi. Stafilococchi sono stati trovati in 34 campioni (15,69% di tutti i campioni). *Pseudomonas* è stato trovato in 11 campioni (5,04% di tutti i campioni). Nessuno dei campioni è risultato positivo per *Pseudomonas aeruginosa*.

**Conclusioni.** I nostri risultati sono risultati migliori rispetto a studi simili in letteratura e hanno dimostrato che un’igiene corretta degli endoscopi deve far parte di una strategia più complessa di sorveglianza e controllo delle infezioni correlate all’assistenza. Tuttavia un monitoraggio continuo degli endoscopi potrebbe fornire una visione più ampia di questo problema e risultati più affidabili.
References


Corresponding author: Gianmarco Troiano, MD, Department of Molecular and Developmental Medicine, Area of Public Health, University of Siena, Via A. Moro 2, 53100 Siena, Italy
e-mail: gianmarco.troiano@student.unisi.it or gianmarco-89@hotmail.it